[Foetal complications associated with use of foetal scalp electrodes and scalp blood sampling (author's transl)].
A retrospective study was performed in the context of 1,047 cases of internal foetal monitoring, using direct foetal electrocardiography and/or foetal scalp blood sampling. Seven minor foetal complications have been observed, including six cases of infection and one of haemorrhage, representing a rate of 0.66 per cent. The advantages obtainable from internal foetal monitoring appear to outweigh the low risk associated with these methods.